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Introduction
Total hip arthroplasty (THA) and intramedullary (IM) nailing fixation have become the most successful surgical interventions among the orthopedic community [1] . Accurate preoperative morphological measurements of the femoral intramedullary canal are an essential part of the preoperative plan and facilitate the selection or design of the most suitable femoral implant [2] . As one of the most important anatomical parameters of the femur, the morphology of the femoral canal has important clinical implications when the introduction of an intramedullary device is planned. During IM nailing, the diameter of the canal must be adjusted according to the nail by reaming. When a cementless femoral stem is used during THA, it is very important to match the dimensions of the implant closely with those of the femur for primary and secondary mechanical stability [1, 3, 4] . Some narrow canals are barely able to safely accept intramedullary hardware. The intramedullary femoral guide rod can be jammed into the femoral isthmus during the process of total hip arthroplasty, and this jamming can be avoided with precise preoperative measurements regarding the diameter and location of the canal isthmus [5, 6] . Traditional measurement methods of femoral morphology are primarily based on two-dimensional (2D) images, such as anteriorposterior (AP) X-ray films [2, [7] [8] [9] [10] . Compared to 2D measurement methods, Walsh et al. reported that the diameter of the canal was measured more accurately using coronal computed tomography (CT) images [10] . However, neither 3D geometry projected onto 2D planes nor selected CT images could accurately reflect the detailed osseous morphology of the femoral canal in 3D space; thus, the current methods are unreliable.
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With the development of medical image processing and medical engineering techniques, computer-aided design (CAD) software has been used to accurately define and quantify the 3D geometry of the femoral canal with morphologic parameters. Kim et al. published the first paper measuring the femoral canal using CAD software in order to design new femoral stems that ideally distribute the stress to the bone. Since then, many related studies have been performed on this topic [11] . Using the CAD technique, Laine et al. developed a reproducible method of image processing for 3D femoral endosteal cavity shape modeling [1] . However, the intervals between the CT axial images were relatively higher than most previous studies with a range of 5-10 mm. Recently, Baharuddin et al. used thin layer CT data with 1.5 mm intervals to reconstruct 3D femoral canals [12] . Although the diameter and location of the canal isthmus were reported in their paper, the method of locating the isthmus was still based on the subjective determination of the observers.
This study established an automated and objective method of measuring the parameters and orientation of the canal isthmus in 3D space using CAD software. Ideally, this method could optimize the choice and design of femoral implants and identify difficulties that may be encountered during femoral canal-related surgeries.
Materials and Methods
This medical imaging investigation was approved by the Ethics Committee of the Chinese PLA General Hospital. Requirements for informed consent were waived due to the retrospective study design. Furthermore, the patients' data were made anonymous.
In total, 204 patients with normal femoral morphologies who underwent lower-extremity CT angiography between December 2009 and December 2012 were included in this study. Some patients were included in our previous study [25] . After evaluation by two senior orthopaedic surgeons (Li-hai Zhang and Xiu-yun Su) in an independent manner, patients with evidence of lower-extremity trauma, acetabular dysplasia, amputation, avascular necrosis of the femoral head or intervention, and femoral or pelvic implants were excluded. The demographic data, including age, gender, height, and CT data, were collected. All CT scans were performed by the Somatom sensation open CT System (Siemens AG, Erlangen, Germany) with slice thicknesses of 1.2 mm.
Construction of Coordinate System and 3D Model.
Based on the CT data in Digital Imaging and Communication in Medicine (DICOM) format, 3D models of the whole femur and femoral canal were reconstructed using the Mimics software according to the steps described below.
After the whole femur mask was created, the cortical bone mask was created based on the threshold (ranging from 226 HU to 3071 HU) according to guidelines of the Mimics software [26] . Then, the medullary mask was created by logically subtracting the cortical mask from the whole femoral mask. The medullary canal mask was created by cutting between the lesser trochanter (LT) and the flare of the condyles (Figure 1 ). Figure 1 : Using Mimics software, a 3D model of the femoral medullary canal was created between the lesser trochanter and the flare of the condyles. An arc centerline was fitted to the canal model using the centerline fit function. The diameters of all the inscribed circles along the arc centerlines were created with 1 mm intervals and exported to determine the isthmus location. In this case, the isthmus diameter was 10.50 mm.
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Because of the inconsistent positioning of the patients' bodies during the CT scans, an idealized coordinate system was reconstructed based on the femur-specific anatomy and geometry to normalize the femur orientation.
The 3D femur models were imported into 3DS Max software (Autodesk, San Rafael, CA, USA). Two planes representing the global Cartesian -and -planes were created ( Figure 2 ). Using the MassFX tool, the virtual forces along the -and -axes directing to the -and -planes, respectively, were applied to the femur model. This application ensured that the posterior aspects of the medial and lateral femoral condyles and the greater trochanter contacted the -plane (see Supplementary Material Video 1 in Supplementary Material available online at http://dx.doi.org/10.1155/ 2015/459612) and that the distal aspects of the medial and lateral femoral condyles contacted the -plane (Supplementary Material Video 2).
The femur-customized anatomical coordinate system was constructed according to the -, -, and -planes, which were also defined as the coronal, horizontal, and sagittal planes, respectively. The femur length in the -axis was considered to be the femoral length.
Parameters of the Femoral Medullary Canal Anatomy.
In the femur-customized coordinate system, an arc centerline was fitted to the 3D model of the femoral medullary canal using the centerline fit function of Mimics software [25] . The radius of the arc centerline was considered to be the femoral radius ( Figure 3 ). All points on the arc centerline of the femoral medullary canal (with 1 mm intervals) were created with Mimics software (Figure 1 ). In the femur-customized coordinate system, the anatomical parameters of the femur and its isthmus tube were determined, including the femoral length (F-length), isthmus height (I-height), distance between the isthmus and LT in the -axis (LI-distance), isthmus tube length in the -axis ( T-length), isthmus tube length (T-length), and the intersecting angles between the axis of the isthmus tube and the horizontal plane in the coronary plane (APangle). The diameters of all the inscribed circles along the arc centerline were exported to identify the three smallest continuous inscribed circles. Among these three circles, the smallest diameter was considered to be the isthmus diameter, and the corresponding center was considered to be the femoral canal isthmus. The distance between the femoral canal isthmus and the center of the LT in the -axis was recorded. To locate the position of the LT in 3D space, we used the method according to Masjedi et al. [27] in which the LT is selected and fitted to a sphere using the sphere fitting tool of the 3-matic. The center of the sphere was considered to be the center of the LT. The 3D model of the femoral medullary canal isthmus was constructed and created after including all the previously mentioned inscribed circles close to the canal isthmus with the diameters within 1 mm plus the isthmus diameter, which was termed the isthmus tube. The centers of the inscribed circles at the two ends of the isthmus tube were termed points P1 and P2, respectively. The midpoint between points P1 and P2 was determined and considered to be the midpoint of the isthmus tube ( Figure 2 ).
The locations of the canal isthmus and isthmus tube in the femur were expressed as the distances from the center of the isthmus to the horizontal plane and the distance from the midpoint of the isthmus tube to the horizontal plane, respectively. The length of the isthmus tube was considered to be the distance between points P1 and P2. The length of the isthmus tube in the -axis was considered to be the distance between points P1 and P2 in the -axis. The line connecting P1 and P2 was considered to be the axis of the isthmus tube. The direction of the isthmus tube in 3D space was expressed as the intersection of the angles between the axis of the isthmus tube and the horizontal plane in the coronary and sagittal planes. These angles were termed the anterior-posterior-(AP-) angle and the lateral angle of the isthmus tube, respectively ( Figures  3 and 4 ).
Reliability Study and Anatomical Parameters Calculation.
In this study, only the selection of the medullary canal between the LT and flare of the condyles and the location of the center of the LT were manipulated manually. These results could influence the radius of the femur and the distance between the LT and isthmus. Thus, a reliability study was performed to evaluate the intra-and interobserver reliability of this method for calculating the femur radius and distance between the LT and isthmus.
Based on Walter et al. 's method [28] to determine the required sample size based on the number of replicates and the estimated expected intraclass correlation coefficient (ICC), when the minimal acceptable and expected ICC were 0.80 and 0.95, respectively, a sample size greater than 12 for a test-retest design ( = 2) was estimated ( = 0.05 and = 0.20). Thus, 20 femurs were selected and were enough in this reliability study. One independent orthopaedic doctor (Xiu-yun Su) repeated the measurements of the radiuses of arbitrary 20 femoral canals two times in a randomized order with a minimum of 24 h interval. Another two doctors (Jianfeng Zhou and Jian-tao Li) measured the same samples in a randomized order and an independent manner. Two-way random and two-way fixed model of Shrout and Fleiss were selected to assess the inter-and intraobserver reliability.
After validity of the established measurement method was confirmed, the anatomical parameters of the femurs were 
Statistical Analysis.
After verifying the normal distribution of the data by the Kolmogorov-Smimov test, the data with or without normal distribution were tested using Student's t-or Mann-Whitney tests, respectively. Independent and paired samples Student's t-test compared betweengender or between-laterality differences, respectively. Correlations between variables were determined using Pearson's correlation analysis. After verification of the absence of the colinearity among the independent variables, stepwise linear regression model was applied to investigate the influential factors of the anatomical parameters of the isthmus. Statistical significance was set at < 0.05. Statistical analyses were performed using SPSS 20 (SPSS Inc., Chicago, IL, USA).
Results
The population characteristics and the anatomical parameters of the femur and isthmus are summarized in Table 2 . The ratio of the isthmus height relative to the femoral height was 55 ± 4.8%. The diameter of the isthmus was 10.49 ± 1.52 mm. Table 3 demonstrates that both the inter-and intraobserver reliability of the measurement methods for calculating the femoral radius and locating the LT were very high. Independent samples -tests revealed significant differences in age, height, weight, F-radius, F-length, I-diameter, Tlength, I-height, and L-angle between genders ( Table 2) . A paired samples -test indicated that the F-length ( = 0.015), F-radius ( < 0.01), I-diameter ( < 0.01), and L-angle ( = 0.011) on the left side were significantly larger than the right side (Table 4 ). Pearson's correlation analyses were performed to detect correlations among the general characteristics of the included population and the anatomical parameters of the femur and canal isthmus ( Table 5 ). The F-length and I-diameter ( = 0.24, < 0.01) and the F-length and I-height ( = 0.6, < 0.01) were significantly correlated.
Stepwise linear regression analyses were applied with the I-diameter, T-length, LI-distance, and I-height as dependent variables. The characteristics or parameters that were significantly correlated with each dependent variable were set as the independent variables. Using the final regression model, the I-diameter was calculated as 6. 
Discussion
Previous studies regarding the morphology of the femur and its canal were performed primarily by anthropologists and anatomists [29] [30] [31] [32] . To determine the endosteal dimensions of the femur, the most common method previously used was to cut the femur into several cross sections at certain intervals and measure the diameter of the medullary canal with a caliper. Wei et al. and Dokládal studied cross sections of the human femoral intramedullary canal and divided the morphological variations into different types. The authors demonstrated high variability and the absence of uniformity of the canal shape along the femoral diaphysis [30, 31] . Then, the morphology of the femoral canal was studied primarily by orthopedic surgeons and biomedical engineers for preoperative planning of IM nailing, arthroplasty surgery, or designing more suitable femoral implants that fit precisely to the 3D nature of the intramedullary canal.
The radiograph is the most common tool for determining the dimensions and location of the femoral canal [2, 7, 9, 13, 14, 20] , which are usually expressed as the diameter of the isthmus and its position relative to the LT, respectively. The measurement results are highly variable among authors. Table 6 summarizes the measurement methods and results regarding the femoral canal isthmus according to previous studies.
Because AP or lateral radiographs can only provide a rough 2D approximation of the actual dimensions of the femoral canal, the limitations of traditional radiology are obvious regarding measurements of the morphologic parameters of the irregular femoral canal compared to 3D space. Considering the remarkable variability among individuals regarding endosteal morphology, a standardized measurement method based on 2D radiographs is not possible. The measurement methods based on the CT data might provide more precise descriptions [4, 12, 13, 16, 18, 19, 22] . To design a better intramedullary femoral implant, Kim et al. used CAD software to calculate the dimensions of the femoral intramedullary canal in order to improve the implant-canal contact [11, 33] . Laine et al. developed a CT-based image processing computer program to determine the 3D femoral endosteal cavity shape [1] . After CT scanning 50 femurs at 10 mm intervals, the average isthmus diameter in the AP direction was 11.06 mm, and the average distance between the isthmus and LT was 110 mm [16] . Khang et al. analyzed 3D femur models from 38 cadavers and 200 volunteers based on CT scans at 4 mm intervals and revealed that the average isthmus width was 12.2 mm, and the average distance between the isthmus and LT was 115.5 mm [4] .
Using a technique that was very similar to ours, Baharuddin et al. reported that the isthmus width and the distance between the isthmus and LT were 9.73 and 112.83 mm, respectively [12] . However, their measurements were performed along the femur at 10 mm intervals. Except for the study by Baharuddin et al., the CT measurements in the previous studies were all performed at 5-10 mm intervals, which might lead to inaccurate descriptions of the isthmus dimensions and location. Additionally, even with the CAD techniques and 3D CT data, the position of the isthmus in the previous studies BioMed Research International was expressed as its position relative to the LT. Thus, the actual position and orientation of the isthmus in 3D space were still unknown. Furthermore, regarding the irregular femoral canal shape, most previous researchers measured the mediolateral (ML) or AP width of the isthmus based on either AP or lateral radiographs or CT images, which are still 2D measurements. These authors concluded that the isthmus AP width was greater than the ML width, such as in Wang et al. [21] . However, the tips of most femoral implants were designed with hemisphere shapes. Thus, the inscribing circle of the canal along the canal's centerline might be a more important and reliable reference for implant designs.
To determine the position and dimensions of the isthmus more precisely, CT scans at 1.2 mm intervals were obtained. We reconstructed 3D femur and canal models. We used Mimics software to fit the centerline of the 3D canal model into an arc. The smallest inscribing circles along the arc centerline of the canal were calculated at 1 mm intervals. Among these circles, the smallest one was considered to be the isthmus. Furthermore, to describe the anatomy of the femoral isthmus in 3D space, an isthmus tube was reconstructed, and the direction of the tube was expressed as the intersecting angles between its axis and the horizontal plane in the coronary and sagittal planes, respectively. These results indicate that it might be inappropriate to measure and determine the orientation of the isthmus or the canal from AP or lateral radiographs.
Based on previous studies, the remarkable variability of isthmus parameters is consistent with the observation that the geometry of the isthmus is determined by a large number of factors, including the general characteristics of the individual and femoral anatomical parameters. These factors create unique isthmus geometries, like the other characteristics of femoral anatomy. Although a paired sample -test indicated that the femoral length, radius, and isthmus diameter of the left side were significantly larger than the right side, the average between-laterality differences were 0.63 mm, 57.98 degrees, and 0.2 mm, respectively. These differences may not clinically impact implant design and preoperative assessments. However, these differences require further evaluations in future studies.
Onoue et al. suggested that older patients have larger isthmus diameters [13] . Milligan et al. reported that this correlation only exists among females ( = 0.31, < 0.001) [23] . This observation agrees with Noble et al. [7] . However, we observed no correlations between age and isthmus diameter in males, females, or the total population. We also tried to establish linear relationships between the isthmus parameters and general characteristics or other femoral anatomical parameters. The stepwise linear regression analyses demonstrated that the femoral length and radius and the AP and lateral angles of the isthmus tube were the most important factors influencing the dimensions and location of the femoral canal isthmus. The isthmus diameter is increased when the femoral length is increased or the AP-angle of the isthmus tube is decreased. When the L-angle of the isthmus tube is decreased, the isthmus position is much higher. The length of the isthmus tube in the -axis was influenced by the length of the isthmus tube in 3D space and the femoral radius and body height. When the F-radius or height increased, the T-length decreased. In addition, a correlation analysis demonstrated that the anatomical parameters of the isthmus were influenced by each other. The lateral angle of the isthmus tube was negatively correlated with the height of the isthmus and positively correlated with the distance between the isthmus and LT in the -axis. When the isthmus diameter increased, the isthmus tube in the -axis also increased.
This study had some limitations. The included population primarily consisted of elderly Chinese individuals. These measurements may not be representative of other ages or populations in other countries. In addition, there might be other important influential factors of the femoral canal isthmus, from either the general characteristics or the femoral anatomy, rather than the factors included in the present study. Further studies are needed to be performed to find out more meaningful factors to evaluate the anatomy of the canal isthmus.
Conclusion
In conclusion, the current study developed a new measurement approach to evaluate the anatomical morphology of the femoral canal isthmus and determined the most influential factors on the location and dimension of the isthmus. Furthermore, this study was useful for establishing the methodological basis for preoperative assessments of the femur canal-related surgeries and developments of the femoral implants more suitable for the anatomy of old Chinese.
